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1. Introduction

Total hip arthroplasty has become a remarkably successful operation for treating osteoarthritis
in the last half century. The increased need for better quality of life has led the operation to be
extended to younger patients. However, long term results showed a rise in the number of revi‐
sion surgeries. The longer life expectancy of the patient population led to the demand for multi‐
ple revision surgeries for the same patient. In revision surgery numerous technical difficulties
are encountered because of bone loss due to the loosening. In addition, these solutions are ex‐
ceptionally expensive. The search for alternatives led to the modification of the primary com‐
ponents. Improvements have introduced changes to achieve more proximal load transfer to
the femur in order to reduce proximal stress shielding and thus preserve bone stock for poten‐
tial revision surgery. As hip resurfacing declines in popularity, it is likely that there will be a
corresponding increase in the number of short stem femoral components in use. Metaphyseal
stems combine the advantages of straight stem implant design and hip resurfacing.

The aim of this chapter is to outline the recent developments in short (metaphyseal) stem
arthroplasty.

2. Concise review of the pertinent literature

2.1. Rationale

Short metaphyseal femoral stems have been developed in order to improve the results of the
standard non-cemented stems. Different designs of short stems are available, with differen‐
ces in operative technique and published outcomes [Mai et al., 2010; McElroy et al., 2011].
The new generation short-stem hip implants are designed to encourage physiological-like
loading to minimize stress-strain shielding and therefore implant loosening in the long term.
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Traditionally, femoral stems are tapered, anatomical, or cylindrical. The classic tapered stem has
rectangular cross-section, 4 corners and 4 flat surfaces that are compressed into the proximal fe‐
mur. The second, equally popular design consists of anatomically shaped stems designed to
match the shape of the proximal femur. The third design, with its different philosophy of fixa‐
tion, consists of cylindrical, straight, nontapered, and extensively coated stems achieving distal
fixation at the isthmus by means of a “scratch fit” between the fully roughened porous surface of
the implant and the slightly smaller, underreamed femoral canal [Mai et al., 2010].

Proximal loading short stems have been designed to improve the results of the traditional
non-cemented stems. [d’Imporzano & Pierannunzii, 2006; Renkawitz et al., 2008]. In a study
by Westphal et al. the migration and cyclic motion were compared between a new short-
stemmed hip prosthesis (Proxima™) and two clinically successful shaft prostheses in order
to estimate the primary stability of the new stem [Westphal et al., 2006b]. Initially the short
stem migrated more than the shaft prostheses. When cortical contact was achieved or the
cancellous bone was compacted sufficient stability was acquired. Therefore, correct position‐
ing and good bone quality are important factors for the short stem. Bony ingrowth is more
favorable with the short stem because of the lowered cyclic motion after implantation. The
effects of stress shielding are reduced by more physiological loading of the femur because of
the new stem’s lower bending stiffness [Westphal et al., 2006b].

The following advantages have been reported:

1. bone stock and soft tissue (m. gluteus medius et minimus insertation) preservation, in
the greater trochanteric and sub-trochanteric regions, at the time of implantation for fu‐
ture revisions [Khanuja et al., 2011; Morrey, 1989] Fig. 1,

2. decreased stress shielding, caused by metaphyseal bone resorption and diaphyseal cort‐
ical hypertrophy [Pipino, 2000],

3. stress concentration at the tip of a distal fixation traditional component causes thigh
pain, with the short stem this is eliminated [Khanuja et al., 2011; Mai et al., 2010],

4. the iliotibial band’s tension band effect provides compression forces both medially and
laterally in the proximal femur. [Leali et al., 2002] Fig. 2, lateral cortex provides a strong
support as a second compression column [d’Imporzano & Pierannunzii, 2006]

5. transfers load to the metaphysis from a superior to an inferior direction in a physiologi‐
cal manner [Leali et al., 2002; Walker et al., 1999],

6. the method of implantation eases minimally invasive approaches [McElroy et al., 2011]
Fig. 1,

7. wide range of indication (over surface arthroplasty risk index grade 3), all types of bone
stock with normal femoral morphology are acceptable [Kim et al., 2011],

8. revision surgery becomes easier because of minimally invasive approach, less soft tissue
damage, and the intact bone stock below the lesser trochanter [d’Imporzano & Pieran‐
nunzii, 2006].
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Figure 1. More bone stock and soft tissue preservation (arrows) in the greater trochanteric and sub-trochanteric re‐
gions at the time of implantation. Revision surgery becomes easier because of minimally invasive approach and less
tissue damage.

Figure 2. The lateral flare geometry of short stem femoral components loads the proximal wider metaphyseal lateral
and medial cortices of the femur. This additional contact area creates a wider base for support and provides a more
physiologic load distribution in the proximal femur.
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The design and geometry of the implant impacts its ability to transfer loads to the femur
[Westphal et al., 2006a]. The lateral flare geometry of short stem femoral components loads
the proximal femur more evenly [Walker et al., 1999]. The lateral flare component is stabi‐
lized by resting upon the lateral column of cortical bone. This additional contact area creates
a wider base for support and provides a more physiologic load distribution in the proximal
femur [Leali et al., 2002; Dabirrahmani et al., 2010]. Therefore, femoral components that en‐
gage the metaphysis and load the femur both medially and laterally are more stable [Leali et
al., 2002]. The stem does not need to be ‘press-fitted’ into the femur or driven distally. The
stem rests upon the proximal wider metaphyseal lateral and medial cortices of the femur
[Leali et al., 2002; Walker et al., 1999].

2.2. Outcomes of different short stems

There are no long-term clinical studies available to prove the benefits of these short-stem im‐
plants so far. Owing to this lack of clinical data, numerical simulation may be used as a pre‐
dictor of longer term behaviour. This finite element study predicted both the primary and
long-term stability of a short-stem implant. The primary implant stability was evaluated in
terms of interface micromotion. This study found primary stability to fall within the critical
threshold for osseointegration to occur. Longer term stability was evaluated using a strain-
adaptive bone remodelling algorithm to predict the long-term behaviour of the bone in
terms of bone mineral density (BMD) changes. No BMD loss was observed in the classical
Gruen zones 1 and 7 and bone remodelling patterns were comparable with hip resurfacing
results in the literature [Dabirrahmani et al., 2010]

In previous reports on short stems, the HHS values showed an increase of 56 points for the
Mayo® stem [Hube et al., 2004] and 33 points for the CUT® stem [Thomas et al., 2004] after
a minimum follow-up period of three-months after operation. Our results showed an in‐
crease of 39 points with the Proxima™ stem [Tóth et al., 2010]. At a minimum follow-up
time of 12 months, an increase in the HHS of 51 [Ender et al., 2007] and 34 points [Thomas et
al., 2004] with the CUT® stem, 51 with both the Proxima™ [Ghera & Pavan, 2009] and the
Mayo® stem [Morrey, 1989] have been reported. In a similar study [Tóth et al., 2010], we
noted a 50 points increase in the HHS with the Proxima™ stem one year post operatively,
which is comparable with previous reports.

Some studies reported a vertical or horizontal (varus) migration of short stems requiring a
subsequent revision [Ender et al., 2007; Morrey, 1989; Thomas et al., 2004], others described
significant radiolucent lines or progressive proximal femoral osteolysis around the short
stems without a need for revision [Gilbert et al., 2009; Goebel & Schulz, 2009]. In our report‐
ed study [Tóth et al., 2010], no horizontal or vertical migration was found at follow-up at
that time, not even with the under-sized and varus positioned stem (Fig. 3). The patient co‐
hort is continuously followed both by radiological and clinical examination. After average
follow-up of 4.5 years still no horizontal nor vertical migration was seen.

Thigh pain is a common complaint following traditional non-cemented hip arthroplasty.
Among the Proxima™ hip cases evaluated by Tóth et al [Tóth et al., 2010], none of the pa‐
tients reported any thigh pain even after 4.5 years. Ghera and Pavan reported similar find‐

Arthroplasty - Update146



ings with Proxima™ stems [Ghera & Pavan, 2009]. Hube et al also did not find any thigh
pain following THA with the Mayo® stem [Hube et al., 2004]. Other studies reported severe
thigh pain following short stem implantation (Mayo®, CUT®), requiring revision [Ender et
al., 2007; Gilbert et al., 2009; Thomas et al., 2004].

Figure 3. Undersized Proxima™ short-stem in severe varus position (a) immediate postoperative radiograph (b) radio‐
graph 4 year post-op. Even though the long neck is biomechanically disadvantageous, after 4 years the position of the
stem is the same. Strengthening of the trabecular structure against the lateral aspect of the stem (arrows) is stimulat‐
ed by proximal loading (Wolf’s law).

Survival of the implanted short stems are summarized in Table 1.

Type Author Follow-up Survival

May® Conservative Stem

(Zimmer)
Morrey et al, 2000

5 and

10 years
98.2%

CFP™ Gill et al, 2010 3 years 97%
CFP™ Pons, 2010 3,1 years 100%
Cut® (ESKA) Steens et al, 2010 6.6 years 98%
Metha™ Synder et al, 2009 1 year 100%
Metha™ Floerkemeier et al, 2012 2.75 years 96%
Proxima™ (DePuy) Santori et al, 2010 8 years 100%
Proxima™ (DePuy) Tóth et al, 2010 2.1 years 100%
Proxima™ (DePuy) Kim et al, 2012 4.1 years 100%
Proxima™ (DePuy) Ghera et al, 2009 1.7 years 100%
SPS™ Sariali et al 2012 10 years 100%
TaperLoc® Microplasty™ Molli et al 2012 1.8 years 99.7%

Table 1. Reported survival of different short stems
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3. Authors’ own experience

3.1. Materials and methods

At the Orthopedic Department of the University of Szeged, implantation of the short-stem‐
med Proxima™ (DePuy; Leeds, UK) began in September 2006. Proxima™ was chosen of all
the short stemmed designs on the market because the 36 stem options provide broader vari‐
ety for the anatomical shape of the femur than the rest. All the 50 procedures were examined
clinically and radiologically. Mean age of the patients was 48 (rang from 35 to 61, SD 7)
years at time of the surgery. Mean follow-up time was 54 (range from 45 to 61, SD 5)
months. Thirty male and 14 female patients were operated on; one female and five male pa‐
tients had bilateral surgery in two stages. Patients’ distribution according to diagnosis was:
primary osteoarthritis (OA) in 22, avascular femoral head necrosis in 18, OA with mild dys‐
plasia in 6, post-traumatic OA in 3 and OA secondary to Perthes disease in 1. All procedures
were performed by the same surgeon, in the routinely used supine position, from antero-
lateral approach, with minimally invasive technique. Any intra- or postoperative complica‐
tions were recorded.

The Proxima™ stem is made of forged titanium alloy, with a Duofix™ HA (porous coating
and hydroxyapatite) surface coating. Nine sizes of standard as well as high-offset stems for
each side are available. Cementless Duraloc™ porous coated cups (Depuy) with 10° lipped
polyethylene liners and 28 mm metal heads were used in all cases.

The indication was hip osteoarthritis or avascular necrosis in young and active patients who
were not appropriate candidates for a resurfacing procedure. The following elements were
considered contraindications to implantation of a Proixima stem: stem size 1 or 2 for pa‐
tients with body weight over 100 kg, severe hip dysplasia, previous hip osteotomy or other
acquired femoral distortion, cortical index less than 3, severe osteoporosis.

The clinical status of the patients was documented with the Harris Hip Score (HHS) [Harris,
1969]. Low molecular weight heparin was administered for 42 days postoperatively for
thromboembolism prophylaxis. Partial weight bearing using crutches was recommended for
four weeks post operatively, thereafter full weight bearing with canes was allowed for two
additional weeks.

Pre- and post-operative radiographs were taken with identical settings for each patient. Im‐
plant migration was assessed according to Martell et al [Martell et al., 1993]. Implant stabili‐
ty was evaluated according to Engh et al [Engh et al., 1987], based on the radiological
features of the bone-implant interface. Criteria for radiological loosening of the implant
were defined as a radiolucent zone greater than 3 mm, or a horizontal and/or vertical migra‐
tion greater than 2 mm with an adjacent radiolucent zone [Kim et al., 2003]. Stem alignment
was rated as normal if its deviation from the axis of the femoral shaft was 5° or less. A devia‐
tion of 6 to 10° was rated as “varus” or “valgus”; a deviation exceeding 10° was rated as “se‐
vere varus” or “severe valgus”.
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3.2. Results

Mean preoperative HHS value was 39 (range: 11 to 71; SD 13). Mean postoperative HHS was
78 at six months (range: 44 to 94; SD 14), 90 at twelve months (range: 52 to 99; SD 13) and 87
at fifty four months (range: 51 to 95; SD 13). We had two complications: an intraoperative
fracture was treated by open reduction and fixation with a plate. One patient had disloca‐
tion as a result of socket malposition, therefore only the socket’s position was adjusted in a
revision surgery as the stem had been properly implanted. We did not observe any infec‐
tion, deep vein thrombosis or pulmonary embolism.

The alignment of the Proxima™ stem on the immediate post-operative radiograph was
found to be in severe varus position on two occasions (Fig. 3); nine stems were implanted in
varus, and 39 in neutral position. During the follow-up period, no signs of either clinical or
radiological loosening were detected.

At the latest follow-up examinations, all respondents stated that they would undergo the
operative procedure again. Ninety five percent of the patients were completely satisfied with
the outcome of the surgery; the patient who had an intraoperative periprosthetic fracture
and the other patient who had a dislocation were satisfied as well.

3.3. Discussion

The number of cases and the length of follow-up are not extensive enough to draw a final
conclusion in comparison to traditional arthroplasty procedures. However, it is sufficient to
conclude that this procedure greatly differs from standard femoral implantation; therefore a
number of factors may be usefully discussed.

3.3.1. Head-neck resection

Attention should be paid to the level of the head-neck resection. A crucial bony surface for
fixation of the stem is lost if the cutting plane is more oblique than optimal, i.e. if it is close
to the traditional cutting plane. On the medial side the resection should always start at the
head-neck junction and run more distally while proceeding laterally, thus creating a wider
entrance for the stem (see paragraph 3. below). Ender et al have reported in conclusion of a
five-year follow-up of 120 CUT® short-stem implantations, that out of the 11 revision cases,
seven femoral necks had ben resected either too diagonally (traditionally) or too widely
[Ender et al., 2007].

3.3.2. Positioning

Inadequate hit force during the “round the corner” broaching can result in a varus position
of the stem. As no intramedullary guidance is available for the Proxima™ stem due to its
metaphyseal location, a varus position is more likely to occur, especially when a minimally
invasive approach is used, as visualization of the femoral axis is difficult. It is imperative to
perform intraoperative axis measurements during sequential broaching. Until proper expe‐
rience is acquired the use of fluoroscopy is advisable. Ghera and Pavan reported a study on
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65 Proxima™ stem implantations, in which 44 stems were found to be in neutral position, 15
in varus and 6 in valgus [Ghera & Pavan, 2009]. Gilbert et al found that from 34 Mayo®
short stems implanted, 14, 19, and 11 cases were neutrally aligned, in varus and in valgus
position, respectively [Gilbert et al., 2009]. In our series 2 of 50 Proxima™ stems at the begin‐
ning of the learning curve were found to be in severe varus (Fig. 3), 9 in varus and 39 in a
neutral position, which seems to be comparable with the previous reports.

3.3.3. Stem sizing

The “round the corner” broaching technique was developed to save bone stock in the lateral
segment of the metaphysis. However, it can happen that the broach of the planned size
would not fit into the resected part of the femoral neck (Fig. 4).

Figure 4. Fitting of the Proxima™ stem into the proximal femoral metaphysis. “Round the corner” technique is used to
protect the soft tissues and bone stock, and take advantage of the lateral flare. (a) Intraoperative picture; the cortical
bone of the neck is in contact all around with the largest diameter of the stem (arrows) (b) the measured width of the
stem (a)is wider than the entrance (b).

In this situation, the following solutions are possible depending on the bone stock quality:

a. When the cancellous bone is weak, the neck in the lateral aspect of the resection plane
should be gently enlarged until the stem of the desired size can be implanted. An un‐
dersized stem in a weak cancellous bone tends to tilt into varus, and may sink deeper
than expected. The deep position of the stem then needs to be corrected by a longer
neck, which raises the biomechanically disadvantageous torque force on the short stem
(Fig 3).

b. When the cancellous bone is hard, implantation of a Proxima™ stem smaller than the
calculated size of the metaphysis is acceptable. Even if the stem does not reach the later‐
al cortex, the strong and compact cancellous bone can hold the femoral component
firmly (Fig. 5).
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Figure 5. AP and lateral radiographs of a Proxima™ stem in a hard cancellous bone (a-b) immediately after operation
(c-d) 24 months post op. The stem is fixed by strong and compact cancellous bone, without loosening.

3.3.4. Cortical index

Calculation of the cortical index: Cortical index = (10 × (a-b))/a, where a is the outer diameter
of the femur and b is the inner diameter of the medullary cavity 10 cm below the level of the
lesser trochanter (Fig. 6).

Figure 6. Calculation of the cortical index. Cortical index = (10 × (a-b))/a, where a is the outer diameter of the femur
and b is the inner diameter of the medullary cavity 10 cm below the level of the lesser trochanter.
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Short-stem hip implantation is contraindicated when cortical index scores are less than 3; in
this situation a cemented stem is advisable. If the cortical index is between 3 and 4, an over‐
sized Proxima™ stem would be suggested; if the cortical index exceeds 4, a normal sized
Proxima™ stem could be used.

Among the 50 Proxima™ stem implantations, the only intraoperative complication was a
spiral femoral shaft fracture. The stem sank deeper into the femoral shaft than the identical
sized broach, causing an infraction, which resulted in a complete spiral shaft fracture during
the repositioning maneuver. The cortical index of the affected hip was 3.75; the mean corti‐
cal index of the other cases was 6.07.

4. Conclusion

Bone-saving hip arthroplasty using metaphyseal stems is gaining importance because the in‐
creasing number of young patients, and hip resurfacing is not always indicated. In the last
decade, the practice of hip arthroplasty has changed; younger age-group is more frequently
undergo surgery because of the need for a better quality of life. The success of non-cemented
total hip arthroplasty relies on osteo-integration of the implants. Prerequisite is primary sta‐
bility, which can be achieved by the fixation principle of ‘‘press-fitting’’ [Morscher et al.,
2002]. Clinical studies investigating the migrational behavior of femoral components have
shown that the failure rate of uncemented stems correlates with migration [Krismer et al.,
1999]. Sychterz found that in vivo bone loss was most extensive in the proximal-medial re‐
gion [Sychterz et al., 2002]. Following traditional arthroplasty procedures, bone density
measurement has shown a bone loss of 16 to 30% [Kim et al., 2003; Schmidt et al., 2002; Syc‐
hterz et al., 2002]. Engh’s post mortem investigation has found 7 to 52% bone loss around
non-cemented femoral components with osteo-integration [Engh et al., 1992]. DXA measure‐
ments by Kishida et al. proved that two years after resurfacing procedures 12% raise in bone
density developed in the Gruen 7 zone [Kishida et al., 2004].

The previously mentioned facts, along with the experiences obtained from revision surger‐
ies (technical difficulties caused by bone loss due to loosening) and the high cost of the solu‐
tions, have led to a change at the level of primary arthroplasty principles to a more
preventive approach. As for the material of the prosthesis components, highly cross-linked
polyethylene, metal-on-metal and ceramic sliding surfaces have advanced. According to
component design, short-shaft stems came into prominence for those young and active pa‐
tients for whom resurfacing of the hip is contraindicated (large avascular necrosis of the
head, osteoporosis, obese patient etc.) The very proximal location of these stems retains the
chance for an implantation of a non-revision stem during revision surgery. Short-stem pros‐
thesis with a close anatomical fit to the proximal cortex aim to maximize primary stability,
particularly in rotation. It is also proposed that the shorter shaft leads to more physiological
loading of the femur, thereby limiting potential bone resorption due to stress shielding. Fur‐
ther advantages are the reduction of the risk of thigh pain and facilitating minimally inva‐
sive surgery, particularly when using an anterior approach [Renkawitz et al., 2008].
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At our department both resurfacing and short-shaft stem are available for young and active
patients. Short stem is implanted when indication criteria are sufficient. The advantages and
disadvantages of short-stem arthroplasty are reported through the author’s experiences
with the metaphyseal stems [Tóth et al., 2010]. It provides vertical stability by the wedge
shape of the stem together with the addition of a lateral flare and preservation of the femo‐
ral neck. The preservation of the femoral neck provides greater torsional stability and re‐
duces distal migration of the femoral stem. The absence of any diaphyseal fixation attempts
to achieve proximal load transfer so as to reduce stress shielding and thigh pain. It also at‐
tempts to preserve the femoral canal and femoral elasticity, and ease revision.

The number of cases and the length of follow-up time in the short stem literature are not
extensive enough to draw a final conclusion in comparison to traditional arthroplasty proce‐
dures. However, it is sufficient enough to conclude that this procedure differs, therefore a
number of factors may make sense to be discussed.

Author details

Kálmán Tóth and Gellért Sohár

Department of Orthopaedics, University of Szeged, Faculty of Medicine, Szeged, Hungary

References

[1] Dabirrahmani, D.; Hogg, M., Kohan, L., & Gillies, M. (2010). Primary and long-term
stability of a short-stem hip implant. Proceedings of the Institution of Mechanical En‐
geneers, Part H, Vol.224, No.9, (n.d.), pp. 1109-1119

[2] Ender, S.A; Machner, A., Pap, G., Hubbe, J., Grashoff, H., & Neumann, H.W. (2007).
Cementless CUT femoral neck prosthesis: increased rate of aseptic loosening after 5
years. Acta Orthopaedica, Vol.78, (October 2007), pp. 616-621 (doi:
10.1080/17453670710014301)

[3] Engh, C.A.; Bobyn, J.D., & Glassman, A.H. (1987). Porous-coated hip replacement.
The factors governing bone ingrowth, stress shielding, and clinical results. The Jour‐
nal of Bone and Joint Surgery, British Vol.69, (January 1987), pp. 45-55

[4] Engh, C.A.; McGovern, T.F., Bobyn, J.D., & Harris, W.H. (1992). A quantitative evalu‐
ation of periprosthetic bone-remodeling after cementless total hip arthroplasty. The
Journal of Bone and Joint Surgery, American Vol.74, (August 1992), pp. 1009-1020

[5] Floerkemeier, T.; Tscheuschner, N., Calliess, T., Ezechieli, M., Floerkemeier, S.,
Budde, S., Windhagen, H., & von Lewinski, G. (2012). Cementless short stem hip ar‐
throplasty METHA® as an encouraging option in adults with osteonecrosis of the

Short-Stem Hip Arthroplasty
http://dx.doi.org/10.5772/53134

153



femoral head. Archives of Orthopedic Trauma Surgery, Vol.132, (August 2012), pp.
1125–1131 Epub 2012 May 1

[6] Ghera, S. & Pavan, L. (2009). The DePuy Proxima hip: a short stem for total hip ar‐
throplasty. Early experience and technical considerations. Hip International: The
Journal of the Clinical and Experimental Research on Hip Pathology and Therapy,
Vol.19, No.3, (July-September 2009), pp. 215-220

[7] Gilbert, R.E.; Salehi-Bird, S., Gallacher, P.D., & Shaylor, P. (2009). The Mayo conser‐
vative hip: experience from a district general hospital. Hip International: The Journal
of the Clinical and Experimental Research on Hip Pathology and Therapy, Vol.19,
No.3, (July-September 2009), pp. 211-214

[8] Gill, I.R.; Gill, K., Jayasekera, N., & Miller, J. (2008). Medium term results of the col‐
lum femoris preserving hydroxyapatite coated total hip replacement. Hip Interna‐
tional: The Journal of the Clinical and Experimental Research on Hip Pathology and
Therapy, Vol.18, No.2, (April-June 2008), pp. 75-80

[9] Goebel, D. & Schulz, W. (2009). The Mayo cementless femoral component in active
patients with osteoarthritis. Hip International: The Journal of the Clinical and Experi‐
mental Research on Hip Pathology and Therapy, Vol.19, No.3, (July-September
2009), pp. 206-210

[10] Harris, W.H. (1969). Traumatic arthritis of the hip after dislocation and acetabular
fractures: treatment by mold arthroplasty. An end-result study using a new method
of result evaluation. The Journal of Bone and Joint Surgery, American Vol.51, No.4,
(June 1969), pp. 737-755

[11] Hube, R.; Zaage, M., Hein, W., & Reichel, H. (2004). Early functional results with the
Mayo-hip, a short stem system with metaphyseal-intertrochanteric fixation. Ortho‐
päde Vol.33, No.11, (November 2004), pp. 1249–1258

[12] Khanuja, H.S.; Vakil, J.J., Goddard, M.S., & Mont, M.A. (2011). Cementless Femoral
Fixation in Total Hip Arthroplasty. The Journal of Bone and Joint Surgery, American
Vol.93, No.5, (March 2011), pp. 500-509

[13] d’Imporzano, M. & Pierannunzii, L. (2006). Minimally invasive total hip replacement.
Journal of Orthopaedic Traumatology, Vol.7, (2006), pp. 42–50

[14] Kim, Y.H.; Oh, S.H., & Kim, J.S. (2003). Primary total hip arthroplasty with a second-
generation cementless total hip prosthesis in patients younger than fifty years of age.
The Journal of Bone and Joint Surgery, American Vol.85, No.1, (January 2003), pp.
109-114

[15] Kim, Y.H.; Kim, J.S., Park, J.W., & Joo, J.H. (2011). Total hip replacement with a short
metaphyseal-fitting anatomical cementless femoral component in patients aged 70
years or older The Journal of Bone and Joint Surgery, British Vol.93, No.5, (May
2011), pp. 587-592

Arthroplasty - Update154



[16] Kim, Y.H. & Oh J.H. (2012). A comparison of a conventional versus a short, anatomi‐
cal metaphyseal-fitting cementless femoral stem in the treatment of patients with a
fracture of the femoral neck The Journal of Bone and Joint Surgery, British Vol.93,
No.6, (June 2012), pp. 774–81

[17] Kishida, Y.; Sugano, N., Nishii, T., Miki, H., Yamaguchi, K., & Yoshikawa, H. (2004).
Preservation of the bone mineral density of the femur after surface replacement of
the hip. The Journal of Bone and Joint Surgery, British Vol.86, No.2, (March 2004),
pp. 185-189

[18] Krismer, M.; Biedermann, R., Stöckl, B., Fischer, M., Bauer, R., & Haid, C. (1999). The
prediction of failure of the stem in THR by measurement of early migration using
EBRA-FCA. Einzel-Bild-Roentgen-Analyse-femoral component analysis. The Journal
of Bone and Joint Surgery, British Vol.81, No.2, (March 1999), pp. 273-280

[19] Leali, A.; Fetto, J., Insler, H., & Elfenbein, D. (2002). The effect of a lateral flare feature
on implant stability. International Orthopaedics, Vol.26, No.3, (April 2002), pp. 166–
169

[20] Mai, K.T.; Verioti, C.A., Casey, K., Slesarenko, Y., Romeo, L., & Colwell C.W. Jr.
(2010). Cementless Femoral Fixation in Total Hip Arthroplasty. American Journal of
Orthopedics, Vol.39, No.3, (March 2010), pp. 126-130

[21] Martell, J.M.; Pierson, R.H., Jacobs, J.J., Rosenberg, A.G., Maley, M., & Galante J.O.
(1993). Primary total hip reconstruction with a titanium fiber-coated prosthesis in‐
serted without cement The Journal of Bone and Joint Surgery, American Vol.75, No.
4, (April 1993), pp. 554-571

[22] McElroy, M.J.; Johnson, A.J., Mont, M.A., & Bonutti P.M. (2011). Short and Standard
Stem Prostheses Are Both Viable Options for Minimally Invasive Total Hip Arthro‐
plasty. Bulletin of the NYU Hospital for Joint Diseases, Vol.69(Suppl 1), (n.d.), pp.
S68-76

[23] Molli, R.G.; Lombardi, A.V., Jr, Berend, K.R., Adams, J.B., & Sneller, M.A. (2012). A
Short Tapered Stem Reduces Intraoperative Complications in Primary Total Hip Ar‐
throplasty. Clinical Orthopedics and Related Research, Vol.470, No.2, (February
2012), pp. 450–461

[24] Morrey, B.F. (1989). Short-stemmed uncemented femoral component for primary hip
arthroplasty. Clinical Orthopedics and Related Research, Vol.249, (December 1989),
pp. 169-175

[25] Morrey, B.F.; Adams, R.A., & Kessler, M. (2000). A conservative femoral replacement
for total hip arthroplasty. A prospective study . The Journal of Bone and Joint Sur‐
gery, British Vol.82, No.7, (December 2000), pp. 52-58

[26] Morscher, E.W.; Widmer, K.H., Bereiter, H., Elke, R., & Schenk, R. (2002). Cementless
socket fixation based on the ‘‘press-fit’’ concept in total hip joint arthroplasty. Acta

Short-Stem Hip Arthroplasty
http://dx.doi.org/10.5772/53134

155



Chirurgiae Orthopeadicae et Traumatologiae Cechoslovaca, Vol.69, No.1, (n.d.), pp.
8-15

[27] Pipino F. (2000). The bone-prosthesis interaction. Journal of Orthopaedics and Trau‐
matology, Vol 1 No. 1, (December 2000), pp. 3–9

[28] Pons, M. (2010). Learning curve and short-term results with a short-stem CFP sys‐
tem. Hip International: The Journal of the Clinical and Experimental Research on Hip
Pathology and Therapy, Vol.20, No. 2, Suppl.7, (May 2010), pp. 52-57

[29] Renkawitz, T., Santori, F.S., Grifka, J., Valverde, C., Morlock, M.M., & Learmonth,
I.D. (2008). A new short uncemented, proximally fixed anatomic femoral implant
with a prominent lateral flare: design rationals and study design of an international
clinical trial. BMC Musculoskeletal Disorders, Vol.9, (November 2008), pp. 147-152

[30] Santori, F.S. & Santori, N. (2010). Mid-term results of a custom-made short proximal
loading femoral component The Journal of Bone and Joint Surgery, British Vol.92,
No.9, (September 2010), pp. 1231-1237

[31] Sariali, E.; Mouttet,A., Mordasini, P., & Catonné Y. (2012). High 10-Year Survival
Rate with an Anatomic Cementless Stem (SPS) Clinical Orthopedics and Related Re‐
search, Vol.470, No.7, (July 2012), pp. 1941-1949 (Epub 2012 Mar 9.)

[32] Schmidt, R.; Muller, L., Kress, A. Hirschfelder, H., Aplas, A., & Pitto, R.P. (2002). A
computed tomography assessment of femoral and acetabular bone changes after to‐
tal hip arthroplasty. International Orthopedics, Vol.26, No. 5, (n.d.), pp. 299-302
(Epub 2002 Jun 28.)

[33] Steens, W.; Skripitz, R., Schneeberger, A.G., Petzing, I., Simon, U., & Goetze, C.
(2010). [Cementless femoral neck prosthesis CUT--clinical and radiological results af‐
ter 5 years]. Zeitschrift für Orthopädie und Unfallchirurgie, Vol.148, No.4, (August
2010), pp. 413-419 (Epub 2010 Aug 16.)

[34] Sychterz, C.J.; Claus, A.M., & Engh, C.A. (2002). What we have learned about long-
term cementless fixation from autopsy retrievals. Clinical Orthopedics and Related
Research, Vol.405, (December 2002), pp. 79–91

[35] Synder, M.; Drobniewski, M., Pruszczyński, B. & Sibiński, M.(2009). Initial experi‐
ence with short Metha stem implantation. Ortopedia Traumatologia Rehabilitacja,
Vol.11, No.4, (July-August 2009), pp. 317-323

[36] Tóth, K.; Mécs, L., & Kellermann, P. (2010). Early experience with the Depuy Proxima
short stem in total hip arthroplasty. Acta Orthopedica Belgica, Vol.76, No.5, (October
2010), pp. 613-618

[37] Thomas, W.; Lucente, L., Mantegna, N., & Grundei, H. (2004). [ESKA (CUT) endo‐
prosthesis.] (in German) Orthopäde, Vol.33, No.11, (November 2004), pp. 1243-1248

Arthroplasty - Update156



[38] Walker, P.S.; Culligan, S.G., Hua, G., Muirhead Allwood S.K., & Bentley G. (1999).
The effect of lateral flare feature on uncemented hip stems. Hip International, Vol.9,
(1999), pp. 71-80

[39] Westphal, F.M.; Bishop, N., Puschel, K., & Morlock, M.M. (2006a). Biomechanics of a
new short stemmed uncemented hip prosthesis, an in-vitro study in human bone.
Hip International: The Journal of the Clinical and Experimental Research on Hip
Pathology and Therapy, Vol.16, Suppl.3, (n.d.), pp. 22-30

[40] Westphal, F.M.; Bishop, N., Honl, M., Hille, E., Püschel, K., & Morlock, M.M. (2006b).
Migration and cyclic motion of a new short-stemmed hip prosthesis – a biomechani‐
cal in vitro study. Clinical Biomechanics (Bristil Avon), Vol.21, No.8, (2006), pp. 834–
840 (Epub 2006 Jun 27.)

Short-Stem Hip Arthroplasty
http://dx.doi.org/10.5772/53134

157




